AMENDMENT NO. 2 SEPTEMBER 2017 
TO 
IS 12572 (PART 4) : 2016/ISO 10993-4 : 2002 
BIOLOGICAL EVALUATION OF MEDICAL DEVICES 


PART 4 SELECTION OF TESTS FOR INTERACTION 
WITH BLOOD 


(First Cover Page and all other relevant pages, designation) — Substitute 
‘IS12572 (Part 14) : 2016/ISO 10993-4 : 2002’ for ‘IS 12572 (Part 4) : 
2016/ISO 10993-4 : 2002’ 


(First cover page, title) — Substitute the following for the existing title: 
Father afeaat ar stig Aeatchet 
AT 14 Get Ae AAN Sq Wari HT Tae 
( TET Jereo) 
Biological Evaluation of Medical Devices 


Part 14 Selection of Tests for Interaction with Blood 
(First Revision ) 


(Page 1, title) — Substitute the following for the existing title: 


Biological Evaluation of Medical Devices 
Part 14 Selection of Tests for Interaction with Blood 
(First Revision ) 
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